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FORWARD 


The final program report for the Saturn Launched X-Ray Astronomy 
Experiment is comprised of two (2) volumes. The first volume describes 
the original X-Ray Experiment, designated S-027, with a sensitivity range 
from 2 Kev to 10 Kev. The second volume describes the soft X-Ray 
Version, designated S-150, with a sensitivity range from 200 ev to 10 Kev. 
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1.0 


SUMMARY 


After the S-027 launch delay became official, it was apparent that the delay 
would be for several years and that the scientific value of S-027 experiment 
would be greatly diminished since several other similar experiments would 
be launched prior to the new S-027 launch date. 

This would mean that the S-027 experiment would only provide redundant 
data for the earlier experiments. 

In order to develop an experiment which would provide previously unknown 
information at the projected new launch period, a decision was made to 
modify the S-027 experiment to allow detection of lower energies which 
had previously not been mapped. The modific ation bas ically required that 
the static counters by replaced with a thin film entrance window gas flow 
counter which would allow detection of X-Ray energies as low as 150 ev. 

The new experiment designated S-150 was designed to detect X-Ray energies 
over a spectrum of 150 ev to 10 Kev. Photographs of the S-150 experiment 
are shown in Figures 1-1, 1-2 and 1-3, Basically the same signal detection 
and processing techniques were used on the S-150 experiment as were used 
on the S-027. For economic reasons much of the S-027 subassembly hardware 
was used on the new experiment. The main design changes were in the 
signal detection system and the high energy veto system. 

The S-150 was flown as part of the Sky Lab Program on Skylab III in 
July 1973. 

The experiment flew as a secondary mission in that it was passive until the 
primary mission - that of orbiting the command module - was completed 
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and the CSM was separated from the I. U. After CSM separation, the 
experiment was actuated and provided useful data for at least the first 
orbit when a leak developed in the thin window and pressure was reduced 
beyond operational level. 
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FIGURE 1-1 


mmgm 




FIGURE 1-2 






FIGURE 1-3 




2.0 


INTRODUCTION 


The S-150 experiment was based on the design of the S-027 experiment 
which was designed to detect X-rays in the 2 Kev to 12 Kev energy range. 
The S-150 experiment was designed to detect X-rays in the range of 150 ev 
to 10 Kev. 


The experiment mated to the Saturn Launch Vehicle Instrument Unit and 
operated with the I. U. through the Auxiliary Storage and Playback System 
(ASAP). 

A block diagram of the experiment is shown in Figure 2-1. The experiment 
consists of a continuous flow gas counter assembly which includes the viewing 
counters and 13 veto counters, change amplifiers, high voltage supply and 
constant density gas regulator. 

The viewing window associated with the counter assembly is made of ultra 
thin M Kimfoil" in order to allow passage of the low level X-rays. The 
"Kimfoil" window is characteristically leaky and necessitates the use of a 
constant density gas system to replace lost gas. The outputs of the charge 
amplifiers contained in the counter assembly are connected to variable gain 
buffer amplifiers which have outputs to five level discriminators. The 
discriminators analyze the pulse height of the received pulses, and present 
the quantized data to the digital data processor which conditions the data 
for acceptance by the I. U. 

The Counter Assembly also contains counters which inhibit counts caused 
by cosmic rays. These veto counters are connected to charge amplifiers 
which have outputs connected to threshold discriminators. The outputs of 
the threshold discriminators are ORed together and provide an inhibit within 
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the data processor to corresponding pulses presented via the viewing counters. 
The data processor also provides count information concerning the number 
of veto pulses received. 

The S-150 experiment requires a gas supply for the counters. The gas is 
stored at a reservoir pressure of 1700 psig. The pressure is reduced thru 
a differential regulator to 30 psia, for interface with the constant density 
regulator contained in the counter assembly. Initial commands to control 
the gas originate in the IU and are applied to the experiment thru the Inter- 
face distributor contained in the experiment package. During the experiment 
phase of flight the gas is controlled by the constant density regulator. 

A calibrate mechanism is included to expose the counter to a known radio- 
active source for a short time at set intervals. The command to calibrate 
is received from the IU thru the experiment Interface Distributor. 

The experiment develops the required internal voltages thru a low voltage 
power supply which operates from the vehicle +28 V power bus. 

The experiment contains an Analog Signal Conditioner which has the 
capability of conditioning twenty-five analog housekeeping measurements 
for presentation to the IU interface. 

Two star sensor assemblies are contained in the experiment to provide 
location and orientation information in addition to that provided by the IU. 

The star sensors allows the X-ray sources being monitored to be located 
in space more accurately than could be done by relying on the IU location 
information alone. The assemblies each consist of a lens, a field defining 
slit, and a photomultiplier tube, a high voltage power supply, an electrometer, 
a buffer amplifier, and a high intensity light protection circuit. The two 
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tubes project a. field defining slit 0. 1 x 10 arranged to cross each other 
at 24° and each making an angle to the line of motion scribed by the sensor 
normal of 67.5°. The counter assembly high voltage is controlled by a 
circuit which monitors the counter gas pressure. The circuit disables the 
high voltage supply at all times the gas pressure is below a pre -determined 
level. A detailed description of each subsystem operation is provided in 
section 3 of this report. 

Each subassembly is described in secticn and interrelated to the overall 
system. 

Section 5 describes the environmental qualification test and test results and 
section 6 discusses the Ground Support Equipment used for checkout of the 
experiment. 
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EXPERIMENT DISCUSSION 


3.0 


3. 1 COUNTER ASSEMBLY SIGNAL DETECTION SYSTEM 

The primary purpose of the S-150 experiment was to detect low energy 
X-rays. Due to the low penetration ability of the low energy X-rays a 
redesign of the signal detection system from that used on the S-027 was 
necessary. An ultra thin window material (Kimfoil) was used to allow 
penetration by the low energies. The thin window material is characteristically 
leaky and requires a gas flow system to replenish the escaping counter gas. 

The Counter Assembly was developed by the University of Wisconsin and 
utilized a state of the art constant density gas regulation system which 
compared the counter cavity gas density to a standard reference volume 
of known density. The Counter Assembly consisted of nine active counter 
channels and 13 veto channels. Each channel was isolated from the adjacent 
channels by electro statically charged partition wiring. The channels were 
functionally grouped together for processing in that each of the three groups 
counters, three 90° counters, three -45° counters and three +45° counters - 
shared a common charge amplifier. 

The complete Counter Assembly consisted of the mechanical collimators, the 
gas filled sensor cavity with anode detection wires , the primary charge 
amplifiers, the high voltage supply and the gas regulation system. 

P-10 (90% Argon and 10% methane) X-ray counting gas was utilized in the 
detection system. Figure 3-1 shows a block diagram of the Detector System. 
As X-ray energies were encountered^ the P-10 gas in conjunction with the 
high voltage anode wire would produce a signal which was AC coupled from 
the Anode wires to the primary change amplifiers. The amplitude of the 
output is directly proportional to the energy of the received X-ray. 
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The primary change amplifiers were connected to Buffer amplifiers. Both 
the primary charge amplifiers and Buffer amplifiers had adjustable gain so 
that the overall system gas could be accurately set to provide the proper 
pulse heights to the 5 level de scr iminator s for analysis into pulse height 
range. 

3.2 DIGITAL DATA PROCESSING 

The digital data processing is accomplished in the Digital Data Processor. 
The processing is done in 12 groups. The first 10 groups are used to 
tabulate X-ray counts the remaining two groups provide such data as Veto 
counts, discrete bit words. Timing data, sync code and information about 
odd angle events occurring prior to Veto. 

Each group consists of five 10 bit words. The first nine groups tabulate 
the data from the nine proportional counters. The tenth group tabulates 
events occurring in group 4 , at a delayed time which effectively provides 
fifty new bits of information, but also provides a backup check of the data 
in group 4. Words 1 and 2 of group 11 form a 19 Bit Veto pulse counter 
which counts the number of X-rays of greater energy level than those to be 
analyzed by the sensor. 

Words 3 and 4 of group 11 are divided into 5 separate words of 4 bits each. 
Words one and two of this group are used to detect Horizontal Cosmic rays. 
Word 3 is used to detect long horizontal rays. Word 4 detects Vertical 
Cosmic rays. Word 5 tabulates the number of X-ray events greater than 
15 Kev in data group 6 prior to Veto. 

Word 5 of data group 11 consists of 10 discrete bit words which are used 
for diagnosis. Information concerning Cal. Rod Status, solenoid status 
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monitor and electrical regulator operation is contained in these bits. Data 
group 12 word 1 and 2 contain cumulative time data and word 3,4, and 5 
contain sync code information. 

3.3 VETO SYSTEM 

The veto system for the S-150 is considerably less complex than for the 
S-027. As shown in Figure 3.3-1, thirteen veto counters are arranged 
around and under the Nine Active Counters. The 13 veto counters were 
ORed to a change amplifier set to produce a veto signal to the threshold 
discriminator as energies sufficient to penetrate the counters were 
encountered. In addition, to the veto counters other veto pulses were 
obtained from the low gain Buffer Amplifier Channels thru a resistive 
divider to allow for vetoing energies at a set level greater than 10 Kev. 

The setup provided 5 separate veto inputs signals to the threshold discriminator. 
The adjustable levels on the threshold discriminator were set to produce a 
single discriminator output pulse if any of the input levels were high enough 
to require vetoing. The output of the threshold discriminator is connected 
to a veto delay circuit which delays the veto pulse to the data processor 
so that the veto or inhibit to the processor will coincide with the actual data to 
be vetoed at the data processor. 

3.4 STAR SENSOR SYSTEM 

The same star sensor system is used on both the S-027 and S-150 experiment. 

Each assembly consists of a lens, a field defining slit, and photomultiplier 
tube, a high voltage power supply, an electrometer, a buffer amplifier and 
a high intensity light protection circuit. The two tubes project a field 
defining slit 0. 1° x 10° arranged to cross each other at 24° an< j eac h making 
an angle to the line of motion scribed by the sensor normal of 67. 5°. A 
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component photo of the star sensor electronics is shown in figure 3.4-1. 

The high voltage supply produces accelerating potentials for the dynode 
assemblies in the phototube. Constant power is provided by the supply 
thru the tubes resistive divider, unless the tube is operated into saturation 
from excessive light intensities incident in the star field. 

The output from the phototube is conditioned and amplified by the electro- 
meter and buffer amplifier contained in the amplifier assembly, figure 3.4-2. 
A high intensity light protection circuit is included to reduce the voltage of 
the high voltage supply and thereby the gain of the phototube when intense 
light is in the field of view. 

3.5 CALIBRATION MECHANISM 

A single Fe 55 radioactive source calibration rod was used on the S-150 
experiment to verify the calibration accuracy. The rod was extended 
by a solenoid to expose the counters to the Fe^ source for 5 seconds at 
30 minute intervals during the experiments active life. The in-flight 
calibration checks provided a high confidence level for data accuracy since 
every thirty minutes a block of reference data was recorded to allow checking 
the gain of the system. 

3. 6 GAS SYSTEM 

The S-150 gas system was configured to allow to gas inputs to the experiment. 
One input was used for holding a deadhead positive pressure of approximately 
2 psia to the counter window up until lift off. At lift off the pressure was 
reduced by allowing the counter gas to escape through the exhaust valve. 
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After orbit was achieved the experiment gas supply was energized and the 
constant density gas system filled the counter and provided a constant gas 
supply to the counter assembly. 

The constant density regulator electronic s, which effectively is a gas density 
comparator, was used to compare the counter gas density with a reference 
volume of know density and then providing an appropriate command to 
equalize the cavity density to that of the reference. The repetitive rate 
of the regulation system after the initial filling of the gas cavity was a 
function of the gask leak rate. The sensor assembly regulator system was 
capable of supplying a constant density gas supply to the counter even if a 
large gas escape rate such as would result from the exhaust vent valve 
hanging in an open position or a large puncture in the thin Kemfil window. 

A block diagram of the S-150 gas system is shown in Figure 3.6-1. 
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BUFFER AMPLIFIERS 


4. 1 

A schematic of the S-150 Buffer Amplifier is shown in figure 4. 1-1. 

There are three separate amplifiers on each Buffer Amplifier Assembly. 

Two of the amplifiers have adjustable gains and the third is a voltage 
follower with a resistive divider which provides an attenuated output 
corresponding to large pulseSjto produce veto pulses to the threshold 
discriminators. 

The output from the primary charge amplifier is connected commonly to 
each of the three amplifiers contained on each buffer amplifier board. 
The gain is adjusted in the buffers as required to provide the proper 
pulse height for the 5 level trigger points. 
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FIGURE 4*1-1 
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FIVE LEVEE DISCRIMINATOR 


4.2 

The same Five Level Discriminators are used in both the S-150 and S-027 
experiments. A block diagram of the Five Level Discriminator is shown 
in figure 4.2-1 and a schematic is shown in figure 4.2-2. 

The input is obtained from the signal amplifier output. When an input is 
received, the signal triggers a one shot circuit which enables the analyzer 
and provides blanking for the duration of the one-shot pulse. 

The circuit is designed so that an output is obtained from only the highest 
level that the input pulse is capable of triggering. Each level of the five 
level is adjustable over a selected range and each level is interconnected 
to inhibit the output frcmthe lower levels. The fifth level is open-ended in 
that all pulses above that threshold level appear at the output. 

A photograph of the Five Level Discriminators in their stacked configuration 
is shown in figure 4. 2-3. 
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4. 3 HIGH VOLTAGE POWER SUPPLIES 

The same high voltage supplies are used in both the S-150 and S-027 experiments. 
A package outline is shown in figure 4.3-1. Each supply operates from an 
unregulated input which is regulated by a series transistor internal to the 
high voltage supply. The regulated output is stepped up in the converter 
module by a 1;25 ratio. The final output is obtained from a voltage multiplier 
circuit. The output is sampled and compared to a reference voltage in a 
comparison amplifier which controls the series element. 

The basic circuit is common to all the high voltage supplies. A schematic 
of the -2500 vdc supply is shown in Figure 4.3-2. The number of voltage 
multiplier stages and the polarity of the diodes in the multiplier are changed 
to produce the required output voltage. 
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PACKAGING OF H. V. POWER SUPPLIES 


FIGURE 4.3-1 







HIGH VOLTAGE CONTROL CIRCUIT 


4. 4 

A schematic of the High Voltage Control Circuit is shown in Figure 4.4-1. 
The high voltage control circuit is used to disable the high voltage when the 
counter pressure is below a preset level. The pressure threshold level 
is adjustable over a wide range. The circuit is basically a comparator 
and gate. A reference voltage is set corresponding to the desired operating 
pressure. When the input voltage corresponding to the operating pressure 
reaches the set level the comparator switches, enabling the gate to pass the 
clock signal to the high voltage supply. 

At any time the pressure falls below the set level the high voltage is turned 
off by removal of the clock. The circuit operates automatically with counter 
pressure. 


14 




RELEASE * 




Wins: 

ijvieyj ;w.(fttro* 

t t'BRHM *f(F«f*rE iX&fyWr/OM fikt urovw 

fOR.-JMPLDT m.SKWAr/ONS PREFIX WtTH UWr 
NUMBER /WD PSStMBtr OfSHV/fiX/O/YS 


A j ^[ITPUT aO'‘-^ 

— TO V *rn- - { 

w>(-‘ ‘.'?tii '»■! y 

u 1 


^LOC.k U iPUT 


JT PROW 

t-SSAjCE TfcW ^&OCE* 


-VV INPUT 


IMPUT 


12 V 


^fe-E> 



2 LAST VEflPZHCE DC^IGNAnOH* C-2, ^R2, A 2. . E IZ 

■v re-si stos: <\c»e. l /<+vn, ^ «?« 














4.5 


VETO DELAY CIRCUIT 


A schematic of the Veto Delay Circuit is shown in Figure 4. 5-1. The 
veto delay circuit is used to produce a pulse to inhibit the data processor 
at a time coinciding with the arrival of real data which is of greater energy 
than that to be analyzed by the experiment and which is to be inhibited at 
the data processor. The circuit consists of two paralleled monostable 
multi- vibrators anded together to form a Veto Delay Pulse capable of 
inhibiting the count of cosmic rays from the data in the energy range of 
interest. 

The input to the circuit is obtained from the veto threshold discriminator. 
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4. 6 THRESHOLD DISCRIMINATOR 

The same Threshold Discriminator is used on both the S-150 and S-027 
experiments. Figure 4.6-1 is a photograph of theThreshold Discriminator 
Assembly. A schematic of the Threshold Discriminator is shown in figure 
4. 6-2. There are six identical circuit modules on the board which are 
ORed together to produce a single output signal. The assembly will accept 
six separate inputs and produce an output pulse with an input signal on one 
or more of the inputs. Each of the modules has an adjustable threshold 
level over a selected range. Each module consists of an adjustable 
comparator with two one-shot modules connected in series to produce a 
blanking pulse. 

4. 7 ANALOG SIGNAL CONDITIONER 

The same Analog Signal Conditioner is used for both the S-150 and S-027 
experiments. The analog signal conditioner consists of two printed circuit 
boards and has twenty five channel capability for conditioning data for 
acceptance by the analyzers. In addition to the twenty five active channels, 
■j-tjgj-g are five supplemental channels provided to monitor temperatures 
in certain portions of the experiment by the Ground Support Equipment 
during experiment checkout. 


Each channel is conditioned to produce an output from zero to five volts 
d. c. with a source impedance of 10,000 ohms maximum. Schematics of 
the analog boards are shown in figure 4.7-1 and 4.7-2. 
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4.8 STAR SENSOR AMPLIFIERS 

A photograph of the star sensor assembly is shown in figure 4. 8-1 and a 
schematic is shown in figure 4. 8-2. 

The assembly consists of an Electrometer module and a Buffer Amplifier 
module. 

The Electrometer Module will effectively measure a current as low as 
5 x lo ' 12 amps producing an output of 5 millivolts. The electrometer 
achieves good stability by the use of differential field-effect devices and 
exhibits a high input impedance to prevent loading of the photomultiplier 
tubes. 


A high intensity light protection circuit is included in the electrometer and 
utilizes the property that the voltage output of the electrometer is propor- 
tional to the current from the tube. 

To prevent solar electric damage to the tube, prevent tube saturation and 

limit the tube’s recovery time from high light levels, the tube's output is 

- 8 

held to a constant current of 10 amps. The equivalent electrometer output 
(about 6 volts) is returned through a linear amplifier to a control line in the 
voltage regulation section of the H.V. power supply. When tube current 
through reduction of the tube's current gain by decreasing the high voltage 
into the tube. 

The Buffer Amplifier module is directly coupled to the electrometer output 
and has a switchable gain which provides a x 10 gain for low level signals 
and a x 1 gain for higher levels which effectively extends the dynamic range 
about three orders of magnitude. 
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FIGURE 4.8- 
















4.0 LOW VOLTAGE POWER SUPPLY 

All voltages required in the S-150 experiment are developed in the Low 
Voltage Power Supply from the spacecraft +28 volt bus. A photograph, 
block diagram, and schematics of the axpply are shown in figures 4.9-1. 
thru 4. 9-5. The supply provides experiment power isolated from the +28 
volt system by chopping and transformer coupling the primary voltage. 
The transformer has multiple secondary windings which are regulated and 
filtered to provide the final output to the experiment. In addition to pro- 
viding the experiment voltages the 12 Vdc, +35 Vdc, +4 Vdc and +5, 5 Vdc 
the supply generates a 5 kHz, p-p square -wave clock for the high voltage 
power supplies. 
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FIGURE 4.9-1 
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4. 10 DIGITAL DATA PROCESSOR 

The S-150 uses the same data processor as the S-027 experiment. The 
digital data processor utilizes high density integrated circuit, welded 
module packaging concepts. A photograph of the processor is shown in 
figure 4. 10-1 and a block diagram is shown in figure 4. 10-2. The majority 
of the system is involved with the primary detector's level discriminators. 
Capabilities exist to accept 50 lines of pulse data into the unit providing 10 
bit accumulation (1023 counts) for each input. Sequencing of data outputs 
is derived from timing inputs from the IU. Twelve separate data sequence 
enables five accumulators of 10 bits each to the output circuitry. The 1 pps 
timing signal from the IU synchronizes the system by ordering the proper 
sequence of data groups. At the leading edge of the 12 pps pulse, the data 
accumulators to be interrogated are inhibited from further counting, and 
their outputs are presented to the digital data interface. The outputs remain 
available for sampling by the IU for a period of 700 microseconds at the end 
of which time the accumulators are reset and the input inhibit is lifted. At 
the next 12 pps pulse the second group of accumulators are connected to the 
output. 
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X-RAY AST RON OX- 


FIGURE 4. 10. 1 

DIG1 fAL DATA PROCi SSOI 





FIGURE 4.10-2 













5.0 


ENVIRONMENTAL TEST 


The S-150 Qualification Unit was subjected to environmental tests per 
SCI- 1629-005 Qualification Test Plan. 

In addition to test performed on the completed experiment, each subassembly 
was subjected to appropriate environmental tests and qualified prior to 
installation in the experiment. 

TEST SEQUENCE AND QUALIFICATION SCHEDULE 
The environmental tests were performed in the following order; 

(1) Electromagnetic compatability 

(2) Accoustic noise 

(3) Acceleration 

(4) Thermal vacuum with a storage window 

(5) Vibration 

(5. 1) Sine each axis 
(5. 2) Random each axis 

(6) Thermal vacuum (flight window) 

(7) Pyrotechnic shock 

The vibration, thermal vacuum and pyrotechnic shock tests with a flight 
window (tests 5, 6 and 7) were performed with minimum time delay between 
tests to more realistically subject the thin film window to launch conditions 
and at the same time minimize the possibility of window degradation from 
non-launch environmental conditions. 
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FUNCTIONAL MASTER PLAN 


TITLE S- 150 Qualification Schedule 
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*SW - Storag e Window 
*FW - "Flight Window 


ENVIRONMENTAL TEST AND PERFORMANCE SUMMARY 


Environmental testing was started 20 October 1971 with RFI testing. In 
broadband radiated the S-150 sensor unit was out of specification from 
. 15 MHz to 1. 5 MHz, an expected condition that almost exactly duplicates 
the old S-027 RFI data. 

Thermal Vacuum was started at Wyle Labs on 27 October 1971. Problems 
were encountered of storage window leakage. This test was terminated 
for investigation of window problems. 

Testing was begun on 9 November 1971 for Acoustic noise and was successful. 

Acceleration testing was begun on 15 November 1971 and was successful. 

Vibration at Wyle Labs was commenced on 29 November 1971 and successful 
in both radial and longitudinal. The lateral axis was terminated because of 
an uncontrolled "G M buildup. Investigation was started on why this buildup 
was occurring. 

The second Thermal Vacuum test was started on 16 August 1972 at the SCI 
test facility and was completed successfully using a new storage window 
support mask on 25 August 1972. 

The second Vibration test was started at the SCI test facility on 25 August 1972 
using the storage window. The gas system reference tube was broken 
and the exhaust valve was locked open after the full duration test sequence 
was complete. These items were returned to the customer for repair and 
analysis. 
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The third vibration test was started on 10/23/72 using the flight window. 

A wire was found loose to the calibrate solenoid, the exhaust valve was 
stuck open but later operated okay (contamination was the probable cause), 
and the absolute pressure transducer turned into a differential type by 
losing its reference vacuum. The open wire was repaired and the trans- 
ducer was sent to the manufacturer for evaluation. The third Thermal 
Vacuum test was started on 11/7/72 using the same flight window used in 
the Vibration testing. The electrical portion of the T. V. test was not 
performed as the T. V. test intent was to qualify the flight window equivalent 
for flight. Some increased window leakage was noticed but within the 
limits imposed for successful experiment operation. 

Pyrotechnic Shock was performed on 11/8/72 and was successful. 
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CERTIFICATION TfST IK PORT 


WYLE LABORATORIES h^v,u, facility 

' ft 00 Oowrr^Ofl Dr.** W«|l, HunllviM*. A lotxtfrxj )3400 


rS. PROCEDURES AND RESULTS 
Thermal Vacuum Test 

The S-150 X-Ray Experiment was installed in a thermal vacuum chamber as 
shown in Photograph 1, and the Vacuum Test, as specified in SCI Work State- 
ment, Paragraph 4. 0, was commenced. 

During the performance of the Thermal Vacuum Test, the SCI Representative 
indicated that components of the S-150 X-Ray Experiment had failed to function 
properly. These malfunctions occurred in one of the solenoid relays and a 
membrane seal. Because of the malfunctions, the SCI Representative stopped 
the test and rescheduled it at a later date. However, other conditions experienced 
during the Vibration Test led to the elimination of the thermal vacuum require- 
ment (reference Wyle Notice of Deviation 42184-1). 

Acoustic Test 

The S-150 X-Ray Experiment was placed in the reverberant chamber of the 1500 
cubic foot acoustic facility and was subjected to a low level test spectrum of 
146. 5 dB for a period of 2 minutes and a high level test spectrum of 153. 5 dB 
for a period of 1 minute. Acoustic spectrums used for the above tests were 
adjusted prior to placing the specimen in the test area. The calibration spectrums 
were approved by DCAS QAS and the SCI Representative and are included on 
Pages 5 and 6 of this report. Detail test data are included on Pages 22 and 23. 

Photograph 2 presents the Acoustic Test setup. 

At the conclusion of the Acoustic Test, the test specimen was visually inspected. 
No damage was noted as a result of the test. 

Acceleration Test 

The S-150 X-Ray Experiment was attached to the arm of a rotary centrifuge and 
was subjected to 10 g acceleration in both directions of the three orthogonal axes. 
Test duration for each test was 3 minutes. Detail test data sheets are presented 
on Pages 24 and 25, and Photograph 3 presents a typical test setup on the centri- 
fuge. 

t 

There was no damage noted to the specimen at the conclusion of the Acceleration 
Test. 



RADIO FREQUENCY INTERFERENCE 


TEST REPORT 
ON 

X-RAY ASTRONOMY EXPERIMENT 


PREPARED BY 

GAREY K. BARREJLL 
RFI ENGINEER 


SCI SYSTEMS, INC. 


test results 


CONDUCTED INTERFERENCE 
Broadband 

Broadband conducted interference on the input power lines of the test item 
was found to be marginal in compliance with the allowable limits of 
MIL-I-6181D at • 850, 1.0, and 3. 5 mHz. 

Narrowband 

No narrowband signals were detected during this test program. 

Data Sheets and Graphs 

The data obtained during conducted interference tests is tabulated on Data 
Sheets 1 and 2. This data is presented graphically in Figure 3. 

RADIATED INTERFERENCE 

Broadband 

Broadband radiated interference emanating from the test item was found 
to exceed the allowable limits of the specification by as much as 13 db at 
. 150 and .450 mHz. 

Narrowband 

No narrowband signals were detected during this test program. 
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Data Sheets and Graphs 


The data obtained during the radiated interference tests is tabulated on 
Data Sheet 3. This data is presented graphically in Figure 4. 

SUSCEPTIBILITY 

Conducted Radio Frequency 

RF conducted susceptibility characterisitcs of the test item were found to be 
within the allowable limits of MIL-I-6 18 ID. No indication of malfunction or 
degradation of performance in excess of system specification was detected. 

Conducted Audio Frequency 

Audio conducted susceptibility characteristics of the test item were found 
to be within the allowable limits of MIL-I-6181D. No indication of malfunction 
or degradation of performance in excess of system specification was detected. 

Radiated Radio Frequency 

Radiated radio frequency characteristics of the test item were found to 
be within the allowable limits of MIL-I-6181D. No indication of malfunction 
or degradation of performance in excess of System Specification was 
detected. 

The undersigned certifies that the test information contained in this report 
is the result of complete and carefully conducted tests and is to the best 
of his knowledge true and correct in all respects. 
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ACCELERATION 


The S-150 Sensor was given a pre-acceleration checkout in accordance 
with the Qualification test plan and Procedure. The sensor was subjected 
to the Acceleration specification 50M71810, para. 5.2. 5 in an unpowered 
condition and pressurized as specified in Section 3.0 of ATP-005. The 
test was run at Wyle Labs on their acceleration arm or rotary centrifuge 
and was subjected to lOg acceleration in both directions of the orthogonal 
axes for three minutes each. Test data is included in this section, with 
a photograph of the test and specimen setup also in this section. Subse- 
quent to the test, the QTP functional in section 2. 0 of the test plan -005 
was again given and verified by QC that no electrical nor mechanical 
deterioration including gas leakage thru the thin window. (Reference 
Section 8. 1 . 6). 
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ACCELERATION TEST SETUP 


ACOUSTIC NOISE 


The S-150 Sensor was given a preacoustic checkout in accordance with 
the Qualification Test Plan and Procedure 1629-005 and 1629-QTP-001 
Respectively. The sensor was subjected to the Acoustic test of 50M71810 
paragraph 5. 2.4 in an unpowered condition and pressurized as specified 
in section 4.0 of QTP -005. The test was run at Wyle Labs in their acoustic 
lab and was subjected to a low level test spectrum of 146. 5 db for a period 
of two minutes. In addition, a high level test specturmof 153. 5 db was 
run for a period of one minute. All adjustments for acoustical tracking to 
the specification errors was done prior to the sensor exposure. Reference 
the actual recorded data runs in this section, with a photograph of the 
specimen setup. 

Subsequent to the test the QTP test was again run no deterioration was noted 
either electrically or gas leakage (Reference Section 8. 1.5). 
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acoustic: tf:si si: tup 


FIRST VIBRATION TESTING 


On November 29, 1971 the vibration testing was begun on the S-150 assembly 
at the Wyle Lab facility in Huntsville. The S-150 sensor was subjected to 
the following vibration spectrum. 


Te st 

Axis 

Levels 

Resonant Search 
(8. 5 minute sweep) 

Ve rtical 

5 ■ 31 Hz @ 0. 02 in. DA 
31 - 900 Hz @ 1. 0 g 
900 - 2000 Hz fe 0. 5 g 

Sine Vibration 
(17 minute sweep) 

Vertical 

5 - 38 Hz @ 0. 08 In. DA 
38 - 900 Hz © 5. 8 g 
900 - 2000 Hz @ 2. 8 g 

Random Vibration 
(5 minute duration) 

4 ' 

Vertical 

V20 - 67 Hz (S! +4 dB/octave 
67 - 400 Hz @ 0. 18 g 2 /Hz 
400 - 940 Hz @ -6 dB/octave 
940 - 2000 Hz & 0. 032 g 2 /Hz 

Te 6t 

Axis 

Levels 

Resonant Search 
(8.5 minute sweep) 

Longitudinal 

5-31 Hz (S’ 0. 02 in. DA 
31 - 900 Hz @ 1. 0 g 
900 - 2000 Hz ^ 0.5 g 

Sine Vibration 
(17 minute sweep) 

Longitudinal 

5 - 38 Hz @ 0. 08 in. DA 
38 - 900 Hz 1® 5.8 g 
900 - 2000 Hz @ 2.8 g 

Random Vibration 

Longitudinal 

20 - 67 Hz @ +4 dB/octave 
67 - 400 Hz @ 0. 18 g 2 /Hz 
400 - 940 Hz @ -6 dB/octave 
940 - 2000 Hz @ 0. 032 g 2 /Hz 


In order to maintain the total g rms within the + 10 percent tolerance, 
the random vibration PSD level was approximately 2 dB down from 
full level (reference Wyle Notice of Deviation 42184-3). 
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Test 


Axis 


Levels 


Resonant Search 
(8.5 minute sweep) 


Lateral 5-31 Hz @ 0. 02 in. DA 

31 - 900 Hz @ 1. 0 g 
900 - 2000 Hz @ 0.5 g 


Sine Vibration 
(2.2 minute sweep) 


Lateral 5 - 38 Hz @ 0. 08 in. DA 

38 - 67 Hz @ 5.8 g 


The sine vibration was stopped at 67 Hz due to extreme resonance 
experienced on test specimen (reference Wyle Notice of Deviation 


42184-4). 


The high resonance experienced across the hinge between the deployment 
bracket and the sensor was investigated and ultimately confirmed during 
the MSFC deployment bracket qualification testing. (Reference NASA 
Letter S&E-ASTN-ADV (72-49) and letter to Mr. Steve Rose from Dr. Alan 
Bunner dated January 26, 1972, subject, "Minutes from MSFC Meeting 
Concerning S-150 Testing", 


* These documents are included in the Deviations and Waviers Section 10,0 


Standard QTP tests were given before and after the vibration runs. The 
data sheets for these tests are shown in Section 8. 1. 7. 
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MFC. 
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REQUIREMENTS 


One S-150. X-Ray Experiment shall be subjected to the Thermal Vacuum Test, 
Acoustic Test, Acceleration Test, and Vibration Test as specified in SCI 
Electronics, Inc. Work Statement and Purchase Order Number 73109. 

All testing shall be witnessed by DCAS QAS and Wyle Quality Engineering. 
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SPECIFICATION 

SCI Work Statement 


FAIAGIAFH NO 1 « 0 


NOTIFICATION MADE TO:. 
date 11-30-71 


Mr. D. Norris 
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W jt ne s s . 
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SPECIFICATION REQUIREMENTS: 

The X-Ray Experiment shall be subjected to a resonant search in the lateral 
axis in order to determine 'major resonances on the Experiment and its mounting 
bracket. Test levels shall be as follows: 

5 - 38 Hz @ 0. 02 in. DA 
38 - 900 Hz @ 1.0 g peak 
900 - 2000 Hz @ 0. 5 g peak 


DESCRIPTION OF DEVIATION: 

The resonant search in the lateral-axis was stopped at the direction of the SCI 
Representative due to a severe resonant condition at 67 Hz. 

The accelerometer control points were changed and the resonant search as 
specified was performed in the lateral axis. However, due to the number of 
resonances noted and the amplitude of the resonances, the lateral axis vibration 
at this point was terminated by the SCI Representative. 


Specimen returned to SCI and at the direction of SCI, no 
SPECIMEN DISPOSITION fature tests were performed. 

COMMENTS - RECOMMENDATIONS: 

* 
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Olfllftot: Deportment 
( ) Copies: Cupomer 
I Copy; QuoUty Control 
1 Copy: Field Enpiosertno 
1 Copy: Projoct Office 
1 Copy: Contnect* 


TEST witness; 

•fMCSCNtlNG 


, TfSI fNGINfff 
, ItAHCH HFAD 


" — —— — „ 




r^\n- 4 t 


REPORT NO 42184-1 

PAGt NO — 1 5 



l-oyi^ffudino.^ 


PIlO l OGRAPH 4 
LONGITUDINAL AXIS SKTUP 


4 *^' »t- 



REPORT NO 42184-1 

PAGE NO Hi 


PHOTOGRAPH 5 
LATERAL AXIS SETUP 
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VIBRATION TEST SETUP 


VIBRATION #2 Date: August 25, 1972 

The vibration test was performed per paragraph 5.0 °f Acceptance 
Test Plan 1629-005 Revision B using a storage window. 

The sensor successfully completed both sine and random vibration in the 
longitudinal and lateral axis and sine vibration in the radial axis. During 
the random vibration in the radial axis two failures occurred in the counter 
assembly. The exhaust valve was locked in the open state and the gas 
system was non operational (See FR #006 Section 9. 0). Analysis revealed 
that a copper tube from the gas reference volume to the gas electronic 
box had broken. These items were returned to the University of Wisconsin 
for repair. Manufacturer analysis of the exhaust valve was to show that 
wrong parts were installed in the valve. The copper tube was replaced with 
a stainless steel equivalent. Standart QTP tests were given before and 
after the vibration sequence. No electrical nor mechanical deterioration, 
other than noted above, was observed. Reference Section 8. 1.9, 8. 1.10, 
8.1.11, and 8. 1. 12. 
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VIBRATION #3 DATE: October 23, 1972 

The vibration test was performed per paragraph 5.0 of the Acceptance 
Test Plan 1629-005 Revision B, using a flight window. The sensor 
successfully completed both sine and random in all axis. 

At the completion of the test sequence a wire to the calibrate solenoid had 
become loose and was easily repaired, the exhaust valve was temporarily 
stuck in the open position and was fixed by flushing clean gas thru it so 
a small foreign comtaminate was probably the cause of the valve sticking. 
The absolute pressure transducer was acting as a differential transducer 
because of loss of its vacuum reference. The pressure transducer, a 

item, was removed and sent directly to the manufacturer for repair 
and analysis. The Standard QTP tests were given before and after the 
vibration sequence. No electrical nor mechanical deterioration, except 
as noted above, was observed. Reference Section 8. 1. 13. 
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THERMAL VACUUM - FIRST ATTEMPT ON OCTOBER 27. 1971 


Thermal Vacuum Requirements presented major difficulties in keeping a thin 
(flight) window intact when first attempted at Wyle labs in Huntsville. 

Several attempts were made to pump down and were terminated when the 
thin window ruptured. Attempts at further pumping were discontinued for 
a study of the window problem. By later direction, reference, "Minutes 
from MSFC Meeting Concerning S-150 Testing" direction was given to do 
two types of Thermal Vacuum testing. First a test with storage window 
so that the target attitude may be maintained and all electronics properly 
tested and second, a test with a flight window qualifying little more than 
the flight window itself. The standard QTP test was given the sensor 
before testing was begun and is included in Section 8. 1.4. 
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TO: 


SCI 


ATTN 


PART name 

PABT NO 

TEST 


Mr. Jim Cobb 


X-Ray Experiment 


S-150 


Thermal Vacuum 


SPtCIPICATION . 

NOTIFICATION MADE TO 

DATE 11-4-71 


SCI Work Statement 


StPIAl NO 


N/A 


P APAGPAPH NO 


4. 0 


Mr. D. Norris 


BT 


Witness 


N/A 


SPECIFICATION REQUIREMENTS: 


The S-150 X-Ray Experiment shall be subjected to the Thermal Vacuum Test 
in accordance with SCI Work Statement, Paragraph 4. 0. 


V 


DESCRIPTION OF DEVIATION: 

During the performance of the Thermal Vacuum Test, the SCI Representative 
Indicated that components of the S-150 X-Ray Experiment had failed to function 
properly. These malfunctions occurred in one of the solenoid relays and a 
membrane seal. Because of the malfunctions, the SCI Representative stopped 
the test and rescheduled it at a later date. However, other conditions experienced 
during the Vibration Test led to the elimination of the thermal vacuum require- 
ment. 


SPECIMEN DISPOSITION Tes t s equence conti nued with acoustic testing. 
COMMENTS RECOMMENDATIONS 


DISTRIBUTION, 

Original; 0*partfMOl 
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I Copy Ooalify Control 
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THERMAL VACUUM Date: August 16, 1972 


The storage window type of thermal vacuum test was accomplished at the 
SCI Systems Test Facility. The entire test was run in accordance with 
paragraph 5.0 of the Qualification Test Plan -005 and also to Section #10 
of the Qualification Test Procedure -001. The sensor was mounted on a 
cold plate within the chamber and the Pre T.V, test sequence done as 
specified in Paragraph 10. 1 of QTP -001. After stabilization at 325, 000 
feet operational electrical data was taken and all systems were nominal. 

The chamber temperature was then reduced to -30°C, (-0, +5°C). Analog 
data was taken during the two hour stabilization period and an ATP test 
was given at the end of two hours. A single reading was high by 50 mv 
and was written up. Later analysis of the measurement showed this 
condition to be a normal one and the measurement tolerances were opened 
up to cover this drift at low temperature. 

Reference Failure Report #004 in Section 9.0. The chamber temperature 
was raised to 45°C (+0, -5°C) analog data was taken for each 30 minutes. 

After two hours of stabilization the analog monitors indicated an increased 
gas leakage thru the storage window. The sensor power was briefly 
interrupted in order to allow the chamber pressure to return from ^ 510 

_4 

microns tov 2 x 10 mm at which time the sensor was again powered and 
the chamber pressure again rose to near 150 microns. At this unrealistically 
low vacuum and with the increased window leakage the test was terminated. 
See Failure Report -005 in Section 9. 0. 

Mr. S. Rose COR MSFC has agreed that the basic objectives of the test 
were accomplished, that is, no carona discharge, arcing, and proper 
electrical operation in vacuum conditions and thus the last ATP of this 
test was waivered. The Standard QTP test was given before and after 
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the test sequence and no evidence of mechanical or electrical deterioration 
could be noted. Reference Section 8. 1. 8. 
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MANUFACTURER 

MODEL NO. 

DESCRIPTION 

Vacuum Industries, Inc. 

6300/4800 
48 in. dia. x 54 in. 

High Vacuum Chamber 
Temperature: -100°to250°F 
(Shroud) -320°F ultimate with LN 



Pressure: ambient to 1 x 10'^ 

Torr (1 x 10' ^ Torr ultimate) 


THERMAL VACUUM TEST FACILITY 


M183 



THERMAL VACUUM Date: 11-7-72 

The flight window type of thermal vacuum test was accomplished at the 
SCI Systems Test facility using the identical flight wondow that had 
experienced the vibration test just prior to this test. 

The previous thermal vacuum run on August 16, 1972 had adequately 
demonstrated and qualified the S-150 Electronics and mechanical inter- 
ference. With the philosophy that the objective of this T.V* test was to 
demonstrate that the thin flight window was flight worthy this thermal 
vacuum test was run without electrical stimulation. See letter of 
authorization from University of Wisconsin dated October 30, 1972, in 
Section 16*0. 

The window leak rate was monitored continuously during the entire test 
sequence. It should be noted that the window (flight) leak rate did increase 
during the -30°C period of two and one half hours and stabilized at the new 
rate after about one hour into the cold cycle. No further increases in 
leak rate were noted during the remainder of the test at +45°C and the 
post T.V. leak rate test. For information and evaluation, the leak rate 
increased from 1 Torr per minute to approximately 17 Torr per minute 
at the conclusion of the Thermal Vacuum Testing at 16 psi. The conditions 
under which the sensor was asked to perform was definitely worst case. 

An unavoidable delay of five days allowed contamination to penetrate the 
delicate window and obviously allowed some deterioration. In addition 
due to unknown circumstances a pressure bottle was shut down allowing a 
majority of the positive window pressure to leak away and thus allowing some 
of this contamination to become lodged between the colliminator backing and 
the delicate window. In actual pre -launch conditons these circumstances 
could never occur. An electrical Post T.V. ATP was given and the sensor 
showed no deterioration electrically. Reference Section 8* 1. 13. 
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PYROTECHNIC SHOCK 


Immediately alter Thermal Vacuum poet ATP check the live squibs were 
placed within the actuators and fired from two 12V car batteries in series. 
Inspection immediately after the firing determined that all ordinance had 
fired and all bolts had separated. A post ATP was given and no change in the 
condition of the sensor unit could be noted, either electrically or mechanically 
Reference data sheets Section 8. 1. 14. 
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6 . 0 


GROUND SUPPORT EQUIPMENT 


The S-027 Ground Support Equipment was modified and used for the S-150 
experiment. The modification included adding additional command capability 
for the gas exhaust value, and re-naming some channels /functions. 

A photograph of one set of the modified GSE is shown in Figure 6.0-1. 

Each of the two identical consoles contains an oscilloscope, a 128 channel 
analyzer, an analog processing and display unit, a digital processing and 
display unit and a system power supply. In addition to the equipment 
contained in the console, the Ground Support Equipment includes a Strip 
Chart Recorder, a Pulse Generator and a Line Printer. The digital and 
analog processing units interface with the experiment and are the heart 
of the Ground Support Equipment. These units will be discussed further 


in the following sections. 




GROUND SUPPORT EQUIPMENT, 
X-RAY ASTRONOMY EXPERIMENT 


4120 


6. 1 ANALOG PROCESSING AND DISPLAY UNIT 

The analog processing unit provides displays for the twenty-five analog 
data channels in the form of meter readouts and GO/NO-GO indicator 
lights. Each channel is also routed to a patchboard to allow recording 
the data on external recorders. The five supplemental analog measurements 
which are not active channels in the experiment, but are included to provide 
additional measurement capability to the Ground Support Equipment* are 
also displayed on the analog panel. 

6. 2 DIGITAL PROCESSING AND DISPLAY UNIT 

The digital unit provides information to the experiment Digital Data Processor 
which is normally provided by the launch vehicle instrument unit such as 
timing and synchronization pulses. The digital outputs from the experiment 
are analyzed and displayed by lights on the Digital Front Panel. 

Selector switches are included to allow selection and display of any of the 
twelve data groups and any of the five ten bit words contained in each data 

group. 

In addition to the digital data display, commands to apply experiment 
power, open or close the exhaust valve and calibrate the experiment 
originate in the unit and are activated by lighted pushbutton switches. 
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7.0 


CONCLUSION 


The S- 150 experiment was integrated to Vehicle #207 with few problems, 
and was flown at 7:08 EDT on 28th July 1973. The sensor provided normal 
engineering data and apparently good x-ray data for approximately the first 
two hours. The sensor was then inadvertently maneuvered so that it scanned 
into the sun for a period of about 17 minutes. About 5 minutes into that sun 
time the kimfoil window leak rate increased to the point where the electronic 
regulator was cycling very rapidly. This caused the 30 psi supply line 
pressure to drop and not be able to provide the necessary gas flow. Thus, 
the sensor pressure began to drop and the counter H. V. supply was auto- 
matically turned off ending the useful life-time of the experiement. 

The technical operation of the S-150 experiment, both pre -flight and flight, 
was nominal and x-ray data was observed during various periods of the 
active experiment life-time. 
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